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The measuring equipment used in the calibration is traceable to national primary standards maintained in

National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
national measurement stalor%’arﬂs ;nd for calibration and measwemerﬁemﬁcats issued by national

metrology institutes.
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Hubei Institute of Measurement and Testing Technology

EBRES: ]

Certificate No.

o
Jio

® FiRRBFITBITHERIIIREL KT BTN

This laboratory is a legal metrological verification institution established by the government metrological administrative department

according to law.
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The quality management system for laboratory complies with ISO/IEC 17025 standards.
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Reference documents for the Calibration (Name . Code )
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Main standards of measurement used in the Calibration
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Environmental condition on the Calibration

mE: 21.0C HAHREE: 55 %

Temperature R.H.

SE: — Mom: ARBENGFMBIIIE

Pressure Place

Calibration for Fibre Fineness Tester
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It's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
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Data/Results of Calibration
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- GE(mQ) LRmQ) | MEARHEE | FEEmMQ) EAfmQ) | MERHEE

1.0000 0.9984 1.0000 1.0000

3.0000 2.994 3.0000 2.998

5.0000 4.986 | Upi=0.2% (k=2) 5.0000 4.999 Uri=0.2% (k=2)
L 7.0000 6.984 7.0000 7.000
10,000 9.983 10.000 10.003
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10.000 10.015 10.000 10.002
| 30,000 ' 30.03 30.000 30.02
50.000 50,08 Ure=0.2% (k=2) 50.000 50.01 Un=0.2% (k=2)
f 70.000 70.13 70.000 70.05
| 100,00 100.20 100.00 100.09 Er
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| hREE(mQ) N b UE @RV

100.00 99.90mQ

300.00 0.3002Q

500.00 0.50090 Ure=0.1% (k=2)

700.00 0.7015Q

1000.0 1.00090
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