MELEHBENRBEAT R B

Hubei Institute of Measurement and Testing Technology

Hihk (Add) : #HEE RN T RIHEAT RX
EAEBRT T EFEL =%
4t (Web site) : http://www. hbjl. gov. cn
Hi% (Post Code) : 430223
HiE (Tel) : 027-81925136
f&3L (Fax) : 027-81925137

R

TEST REPORT

EBHS:
Certificate No.

BB B 1T R R R A

Customer e BT
J-’ PR

FiE st IS 1) X A R 9 5 3108 T Eﬁ.df! Q

Address H}‘ #«%

BAEMR T

Name Of Sample

I IR L R A R

Manufacturer

RISMAR TAG-8000

Model/Type

#RRS 2401043

No Of Sample

PR M. JJG 496-2016 T4 ES k%S

Reference Documents

0O &

Environmental cond 6Tl

2.1C |[HHEE27 %

R —

R.H.
patdic! 30 7
ZIEBHR 2024 £ 10
Calibration date Ve

C*fecked:f /}‘?L ‘ﬁ\

AR 7.
Tested by @7 f\ g

¥

AP AN dE AR (ol) Wik E AL REEBE (H.0) Wi, AEHSEHAUES.

APRGE R, DO RN R A DA 2

SRRV B AR U AR 5 A AR R T R B R A B
1l £ 27




MILELEHBRAXERTRK EBHRS: I - S

Hubei Institute of Measurement and Testing Technology Certificate No.

MK 5 B

Results Of Test

—. S EERIEE: EF

—. ThREMA: X, Y RIFRAEE IR, UTFRRRARThEEIE %

L1

- HBGIR: FEREIN O AR R T AN R 6 2 (BT In A% 200KV LK, i

ﬁﬁ AR
1 50%F, RIEHF. NGRS HRINER, ABZH 200kV 248208 i . %%

LFZH

B2W, k2W




